A conformal technique for a ring shaped conjunctive lymphoma treatment.
Radiotherapy is commonly utilised as standard treatment in the so called mucosa-associated lymphoid tissues (MALT), due to the low probability of distant relapse. The particularities of the lesion, make necessary both energy degradation and beam conformation. To keep homogeneity within acceptable limits, a lengthener attached to the electron applicator has been devised to closely fit the anatomy of the patient. Considering the small area of the outcoming field, film dosimetry is preferred, since the dimensions of an ionisation chamber and even of a semiconductor probe might be comparable to the field size.